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ABSTRACT 


An  examination  of  film  recordings  of  strain  noise,  pressure  fluctuations  inside 
and  outside  of  the  strain  vault,  and  wind  velocity  at  WMO  suggests  that  the 
long-period  (LP)  noise  observed  on  the  strain  traces  is  caused  by  wind-pressure 
fluctuations  that  are  coupled  more  strongly  through  the  ground  or  by  compression 
of  the  vault  structure  than  through  leakage  of  air  through  the  vault  enclosure. 

A  study  of  the  detection  capability  of  the  WMO  LP  strain  seismographs  shows 
that  the  environmental  noise  severely  limits  detection.  Froir  a  study  of  the 
directional  characteristics  of  the  seismic  noise,  it  appears  that  during  periods 
of  average  to  high-level  microseismic  activity  the  predominant  microseisms  in 
the  band  0.1  to  0.5  Hz  arrive  at  WMO  from  the  directions  north  to  east  and, 
therefore,  may  be  partially  rejected  by  horizontal  strain-inertial  seismograph 
combinations,  r'rom  a  study  of  S-wave  enhancement,  it  is  concluded  that  while 
for  any  specific  S  arrival,  a  combination  of  strain  and  inertial  seismograph 
outputs  might  provide  enhancement  by  SH  addition,  SV  addition,  seismic  noise 
cancellation,  or  a  combination  of  the  above,  there  is  no  one  combination  of 
seismograph  outputs  that  can  be  used  in  general  to  provide  enhancement  of  all 
recorded  S  waves.  Recordings  of  the  large  NTS  explosion  BOXCAR  are  being  used 
to  study  the  usefulness  of  strain  and  inertial  seismographs  in  identifying 
seismic  waves  and  earthquake  phases.  By  applying  various  techniques  such  as 
coordinate  transformation,  phase  shifting,  and  summing  of  strain  and  inertial 
data,  it  has  been  possible  to  isolate  P,  prograde,  and  retrograde  motion  in 
sections  of  the  Pn  coda,  and  SH  motion  in  the  Lg  phase.  Frox.  a  spectral 
analysis  of  the  suppressed  seismic  noise  at  Garland,  Texas,  it  has  been  deter¬ 
mined  that  noise  suppression  of  at  least  6  dB  occurs  in  the  frequency  band 
1.0  to  2.0  Hz.  Arrangements  for  transfer  of  strain  operation  from  Garland  to 
Houlton,  Maine,  are  complete. 
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SHORT- FERJ GD  MULTICOMPONENT  STRAIN  SYSTEM 
Quarterly  Report  No.  3,  Project  VT/8704 
1  September  through  30  November  1968 


1.  INTRODUCTION 


This  report  discusses  evaluation  of  a  system  of  strain  and  inertial 
seismographs  having  matched  amplitude  and  phase  responses  in  the  frequency 
range  0.01  to  10  Hz.  It  is  submitted  in  compliance  with  Sequence  Number  A008 
of  Contract  Data  Requirements  List,  Contract  F33657-68-C-0948.  The  Statement 
of  Work  is  included  as  an  appendix.  Paragraph  2c  has  been  modified  in  accor¬ 
dance  with  Contract  Modification  No.  P002  effective  8  November  1968.  During 
the  reporting  period,  the  major  accomplishments  were  as  follows: 

a.  Measurements  of  background  noise  and  detection  capability  of  the 
long-period  strain  seismograph  system  at  WMO  were  completed. 

b.  A  study  was  completed  on  the  directionality  of  the  short-period  noise 
field  at  WMO  and  conclusions  drawn  regarding  the  capability  of  strain- inertial 
seismograph  combinations  to  azimuthally  discriminate  against  microseisms. 

c.  Enhancement  of  transverse  body  waves  from  teleseismic  events  employing 
combinations  of  horizontal  strain  and  inertial  seismographs  was  investigated. 

d.  The  Pn  coda  and  Lg  phase  of  the  NTS  explosion  BOXCAR  were  examined. 
Several  wave  types  were  isolated  using  coordinate  transformations,  phase  shifting, 
and  summing  of  strain  and  inertial  seismographs. 

e.  Milestone  No.  1  was  completed  on  30  September  with  the  installation 
of  three  Electromagnetic  Calibrators,  Model  30240,  on  the  horizontal  strain 
seismometers  at  WMO. 

f.  A  spectral  analysis  of  the  noise  suppression  capability  of  the  vertical 
strain  and  inertial  seismograph  combination  at  Garland,  Texas,  was  completed. 

g.  An  Engineering  Change  Proposal  for  transferring  strain  operations 
from  Garland,  Texas,  to  the  LRSM  site  near  Houlton,  Maine,  was  submitted. 
Modifications  of  the  system  required  for  the  Houlton  operation  have  been  com¬ 
pleted  and  a  detailed  plan  and  schedule  prepared. 


2.  OPERATION  (Task  la) 


2.1  OPERATING  PROBLEMS 

High-gain  operation  required  for  investigating  the  suppression  of  LP  micro¬ 
seisms  was  made  possible  in  September  by  installing  an  additional  operational 
amplifier  in  each  LP  strain  channel  to  increase  the  ratio  of  microseismtc 
background- to- tape  noise. 
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Operation  of  the  LP  strain  and  inertial  seismograph  combinations,  which  depends 
on  the  use  of  coordinate  transformed  LP  inertial  seismographs  in  vault  No.  7, 
was  interrupted  during  most  of  the  reporting  period  by  retrofit  of  the  inertial 
seismographs.  Inertial  data  were  made  available  temporarily  on  19  November. 

All  SP  strain  and  inertial  seismographs  were  operating  at  normal  recording 
levels  during  September,  October,  and  most  of  November.  At  normal  levels, 
seismic  background  is  recorded  on  magnetic  tape  at  approximately  12  dB  above 
compensated  tape  noise,  and  at  a  trace  amplitude  of  1-2  mm  on  16-mm  film  at 
XlO  view.  However,  on  26  November,  signal  levels  were  reduced  an  average  of 
6  dB  to  reduce  clipping  of  large  signals. 


2.2  MAINTENANCE 


On  4  September,  a  lightning  storm  damaged  the  galvanometer  in  the  SP  north 
strain  PTA  and  the  PTA  power  supply  in  the  SP  north  vertical  seismograph.  This 
and  other  minor  damage  were  repaired  on  the  same  day. 


Power  for  the  strain  PTA's  was  off  on  that  date  from  1100  to  1400Z  due  to  a 
power  failure. 

Periodic  checks  of  seismograph  phase  response  show  that  the  SP  strain  and 
inertial  systems  are  remaining  reasonably  stable  with  only  minor  adjustments 
necessary  to  PTA  galvanometer  damping  to  maintain  parameters. 


The  galvanometer  bank  in  LP  Develocorder  No.  5  was  replaced  on  19  September 
Film  jamming  in  Develocorder  No.  5  was  corrected  by  adjusting  the  capstan  and 
capstan  pinch  roller. 


On  16  October,  a  lightning  storm  damaged  a  transformer  in  the  power  supply  of 
the  phototube  amplifier  in  the  short-period  inertial  north  (SPN)  channel.  A 
galvanometer  in  the  SP  strain  north  (SN)  channel  was  also  replaced  because  of 

lightning  damage. 


A  short  circuit  in  the  calibrator  line  of  the  SE  strain  seismometer  was  re- 1 red 
on  12  November. 


Intermittent  loss  of  WWV  and  an  occasional  inoperative  status  of  all  data  were 
caused  by  modifications  of  the  WMO  power  system  in  November. 


3.  DETERMINE  OPTIMUM  OPERATING  TOLERANCES  (Task  lc) 


3.1  EVALUATION  OF  NON-SEISMIC  LP  NOISE 

A  preliminary  investigation  of  WMO  strain  data,  directed  toward  gaining  a 
better  understanding  of  noise  sources  that  limit  the  usefulness  of  the  hori¬ 
zontal  LP  strain  seismographs,  has  been  conducted.  As  a  first  step,  ilm 
records  were  examined  to  obtain  a  coarse  indication  of  the  degree  of  correlation 
among  recordings  of  strain  noise;  atmospheric  pressure  fluctuations  externa 
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to  the  strain  vault;  internal  pressure  fluctuations;  and  wind  velocity. 
Observations  indicated  a  correlation  among  all  four  parameters.  Strain  and 
microbarograph  signal  (noise)  levels  increased  with  increasing  wina  velocity. 
Changes  in  SP  pressure  signal  levels  within  the  vault  resulting  frcm  increased 
wind  velocity  were  small,  but  measurable;  however,  no  increase  in  the  LP 
pressure  signals  was  detected.  The  foregoing  observations,  along  with  the 
fact  that  the  shallower  strain  seismometers  at  WMO  are  more  responsive  to  SP 
wind  noise  than  the  deeper  ones,  suggest  that  the  LP  noise  ooserved  on  the 
strain  traces  is  coupled  more  strongly  through  the  ground  or  by  compression 
of  the  vault  structure  than  through  leakage  of  air  into  the  vault  enclosure. 

More  precise  measurements  are  required  to  confirm  this  thesis  and  to  determine 
if  steps  can  be  taken  to  reduce  environmental-induced  strain  noise. 

The  foregoing  study  required  a  comparison  of  observations  of  film  from  three 
separate  recorders  at  WMO.  Therefore,  steps  were  taken  on  24  November  1968, 
to  have  all  data  recorded  on  one  Develocorder  to  facilitate  analysis.  Details 
are  also  being  worked  out  for  the  recording  of  the  necessary  data  on  magnetic 
tape  to  permit  correlation  by  machine  techniques.  It  is  possible  that  such 
measurements  will  lead  to  a  more  thorough  understanding  of  the  noise  sources, 
the  mechanism  of  transmission  to  the  strain  seismometer,  and  the  character  of 
the  noise. 

3.2  EVALUATION  OF  THE  LONG-PERIOD  STRAIN  DETECTION  CAPABILITY 

The  detection  capability  of  the  long-period  strain  seismographs  at  WMO  has 
been  studied  using  33  events  from  the  Galapagos  Island  region  (A  -  37°) . 

The  events  have  magnitudes  ranging  from  3.9  to  5.0.  Data  were  obtained  directly 
from  on-line  recordings  on  16-mm  film. 

Galapagos  events  recorded  at  WMO  are  characterised  by  an  S  phase  that  is  strong 
relative  to  P,  whereas.  Love  is  extremely  difficult  to  identify  and  the  Rayleigh 
is  weak.  Also,  recorded  is  an  unidentified  phase,  peculiar  to  Galapagos  events, 
that  arrives  1  minute  and  20  seconds  after  S. 

Listed  in  table  1  are  five  phases  and  corresponding  values  of  percentage 
detection  by  the  strain  seismographs,  based  upon  100  percent  detection  by  the 
inertial  seismographs.  It  is  noted  from  table  1  that  the  S  and  R  phases  are 
detected  a  relatively  high  percentage  of  the  time  compared  with  other  phases. 

It  should  be  pointed  out  that  the  strain  and  inertial  recordings  are  matched 
in  amplitude  for  normal  mode  Rayleigh  waves.  However,  environmental  noise 
reduces  detection  of  Rayleigh  waves  to  pJ; out  one-third  of  that  of  the  inertials. 
Body  waves,  as  anticipated,  are  not  recorded  at  large  amplitudes  on  the  strain 
seismographs,  compared  with  the  inertials.  Furthermore,  epicentral  distance 
and  apparent  angle  of  incidence  greatly  influence  the  amount  of  body  wave, 
recorded.  It  is  noted  that  the  S  wave  is  well  recorded  by  the  strain  instru¬ 
ments  at  an  epicentral  distance  of  37  degrees;  however,  this  may  not  hold  at 
other  distances. 

Shown  in  table  2  is  the  distribution,  by  magnitude,  of  the  phases  detected  by 
the  horizontal  strain  seismograph.  Table  3  shows  the  distribution  for  the 
vertical  strain.  As  may  be  seen  from  tables  2  and  3,  environmental  noise  not 
only  severely  limits  detection  but  also  varies  with  time  so  as  to  mask  the 
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Table  1.  Percentage  of  events  by  phase  recorded  by  the  LP  strain 
seismographs  based  upon  100  percent  detection 
_ _ by  the  inertial  seismographs 


Phase 


Vertical  Horizontal 

strain  strain 


P 

PP 

S 

e 

L 

R 


42% 

6% 

3% 

24% 


3% 

9% 

91% 

15% 

9% 

39% 


Table  2.  Phases  detected  by  the  horizontal  strain  seismograph 
_ by  magnitude  r 


Phases 


Magnitudes 

Number  of 

P 

PP 

S 

e* 

L 

R 

events 

5.0 

1 

1 

1 

4.9 

2 

1 

2 

2 

4.8 

7 

1 

1 

7 

4.7 

3 

1 

1 

4 

4.6 

1 

5 

2 

5 

4.5 

3 

3 

4.4 

5 

3 

1 

3 

6 

4.3 

1 

1 

1 

1 

4.2 

1 

1 

1 

4.1 

2 

2 

2 

4.0 

0 

3.9 

1 

1 

*e  =  unidentified  phase 
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anticipated  increase  in  detection  capability  with  increasing  earthquake 

magnitude.  The  expected  relationship  would  be  evident  if  a  larger  statistical 
sample  were  used. 


Table  3.  Phases  detected  by  the  vertical  strain  seismograph 
_ by  magnitude _ 


Magnitudes  £ 

5.0 

4.9 

4.8 
4.7 
4.6 
4.5 
4.4 
4.3 
4.2 
4.1 
4.0 

3.9 


Phases 

P£  S  e  L 

1 

1 

3  1 

2  1 

1 

4  1 

1 

1 


£  Number  of  events 
1 

2  2 

1  7 

4 

1  5 

3 

3  6 

1 

1  1 

2 
0 
1 


3.3  SUPPRESSION  OF  LONG-PERIOD  SEISMIC  NOISE 

LP  data  from  strain-inertial  combinations  are  now  being  collected  to  investigate 
the  capability  of  suppressing  LP  microseisms.  The  operation,  after  being  de¬ 
layed  by  retrofit  work  on  the  LP  inertial  seismographs  was  started  on 
19  November  1968.  Additional  shutdowns  are  anticipated. 

Environmental  noise  severely  limits  the  recording  of  long-period  microseisms 
at  WMO,  especially  during  periods  of  high  wind.  Consequently,  background  data 
over  a  lengthy  period  will  be  required  to  obtain  a  sufficient  number  of  samples 
in  which  microseisms  have  undergone  minimum  masking  by  environmental  noise. 


3.4  EVALUATION  OF  THE  90-DEGREE  PHASE  COMPENSATOR 

The  90-degree  Phase  Compensator,  Model  15122,  is  an  all-pass  filter  designed 
to  provide  phase  matching  of  vertical  strain  and  inertial  seismograph  data. 
Consideration  was  given  to  redesigning  this  unit  to  extend  its  present  one- 
decade  frequency  range  (0.2-2  Hz).  In  comparing  the  usefulness  of  the  present 
compensator  against  the  cos  of  redesign,  it  was  concluded  that  a  new  design 
could  not  be  justified. 

The  following  factors  support  the  usefulness  of  the  present  model: 

a.  The  present  compensator  is  useful  at  one  octave  above  and  below  its 
designed  range,  since  phase  mismatches  of  10-15  degrees  between  strain  and 
inertial  outputs  at  these  extremes  still  allow  useful  suppression  of  Rayleigh 
waves. 
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b.  Extending  the  range  of  the  phase  compensator  to  higher  frequencies 
is  of  little  value,  since  at  shorter  wavelengths  the  vertical  differential 
displacement  output  is  no  longer  directly  proportional  to  frequency. 

c.  Phase  matching  of  LP  vertical  strain  and  inertial  data  can  be 
accomplished  off-line  with  the  present  phase  compensator  by  increasing  the 
magnetic-tape  playback  speed. 


4.  STRAIN  APPLICATIONS  (Task  2a) 


4.1  DIRECTIONAL  CHARACTERISTICS  OF  THE  SEISMIC  NOISE  AT  WMO 

Studies  on  wave  composition  of  the  WMO  microseismic  field  indicate  the  presence 
of  a  complex  mixture  of  wave  types  and  modes.  Because  of  the  complexity  of 
the  field,  attempts  to  reduce  the  level  of  recorded  microseisms  using  a  vertical 
strain  in  conjunction  with  a  vertical  inertial  seismograph  have  been  unsuc¬ 
cessful.  In  addition  to  wave  composition,  however,  there  exists  another 
property  of  the  microseismic  field  that  is  of  interest.  This  property  is  the 
directionality  exhibited  by  microseisms. 

The  ability  to  reject  microseisms  by  combining  the  outputs  of  horizontal  strain 
and  inertial  seismographs  will  be  in  part  dependent  upon  the  degree  to  which 
microseisms  exhibit  directional  characteristics.  If  predominant  microseisms 
are  multidirectional  limited  rejection  will  be  possible,  whereas,  if  predomi¬ 
nant  microseisms  are  essentially  unidirectional  they  can  be  rejected.  A 
limited  study,  therefore,  has  been  conducted  to  determine  the  directional 
properties  of  the  WMO  microseismic  field.  Answers  to  the  following  questions 
have  been  sought.  First,  do  there  exist  predominant  microseisms  independent 
of  the  wave  composition  in  any  given  frequency  band  that  appear  to  arrive 
along  essentially  one  azimuth?  Second,  are  the  apparent  directions  of  arrival 
stationary  with  respect  to  time? 

In  order  to  determine  if  there  exist  directionally  predominant  microseisms, 
coherence  was  computed  between  the  recordings  of  a  horizontal  inertial  and  an 
omnidirectional  vertical  stiain  or  summed  orthogonal  horizontal  strain  seis¬ 
mographs.  Poor  coherence  on  all  pairs  is  interpreted  as  indicating  the  presence 
of  multidirectional  microseisms,  whereas,  high  coherence  on  selected  pairs 
suggests  that  there  are  predominant  waves  arriving  from  essentially  one 
direction. 

For  each  noise  sample,  the  outputs  of  two  orthogonal  horizontal  inertials  were 
coordinate  transformed  to  provide  maximum  directional  sensitivity  for  all 
azimuths,  0  to  350  degrees  by  increments  of  10  degrees.  Coherence  was  then 
computed  between  each  of  the  transformed  outputs  and  the  output  of  an  omni¬ 
directional  strain.  Only  the  highest  value  of  coherence  for  any  given  frequency 
was  retained.  The  orientation  of  that  transformed  inertial  yielding  the  highest 
value  of  coherence,  along  with  the  phase  of  the  cross  spectra  was  then  used  to 
assign  an  apparent  azimuth  to  the  seismic  noise  at  each  frequency. 
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d i s p 1 ay ed 'high "coh e r en ce " ( ss^O f 7 °c oh e  ^  2°  ^  ^  16  October  1967> 
with  apparent  azimuths  ranging  from  JcTto  90^^  b&nd  0-1  t0  0-5  Hz 

17  March  1967,  is  illustrated^  figure  la  Beyond^  S?mple  recorded  on 

e^e^aT^^^ 

and  the  signals  did  not  have  the  saLr^arat^zLMhsi*"6  frequency  interval 

sS^”^^e°^°aalityiofStheCmicroseismsUin  the^and  0.  l^ttois 

Show  theUlevei°of"theemicroseismic^backgroundrto^have^beenSl^SmC>^ra,”Sh  hoM^T> 
January  than  during  the  periods  covered^  the  other  three  sa^Ls"  ^  °f 

s^t'c^ct^it;  the^re dominant  'icrof  °5  *>  ^  ^vel  micro- 

at  WMO  from  the  directions  north  to  east^nd  %band  0-1  t0  °-s  Hz  arrive  at 

horizontal  strain-inertial  seismograph  combinations ’  ^  rejected  by 

4.2  S-WAVE  ENHANCEMENT 

Enhancement  of  tras verse  bodv  waves  fmm  • 

nations  of  horizontal  strain  and  inertial  seismograDhsVhasShempl°yin8  CLmbi' 

Since  the  sensitivity  of  a  strain  seismograph  to  e  ]  ^i„cideutln''eStlgated' 
small  compared  to  an  inertial  -  *  p  steeply  incident  waves  is 

reduction  rather  than  signal  addition^Tharis^the^^^11  ^eismic  noise 
puts  were  combined  so  as  to  provide  maxim,,™  rt  *  Strain  and  inertial  out- 
On-line  recordings  of  the  WMO  direction  i  nee  lation  of  Rayleigh  waves. 

No.  67-2,  were  used  in  the  stndv  a  3  . array ’  oescribed  in  Technical  Report 

examined.  6  StUdy'  APPr°«">«ely  6  months  of  recorded  datawere 

Essentially  no  enhancement  was  observed  fnr  mnet  ,  , 

of  the  few  samples  that  did  exhibit  pnhanr  .  .  be  recorded  S  waves.  One 

On  the  west  trace  LI  enhancement  is  illustrated  in  figure  2. 

polarized  transverse  waves,  SH,  rat^/i^'^i^^ 

By  closely  examining  figure  2  and  noting  that  the  azimuth  is  tit  a 

Will  see  that  the  S  could  not  have  been  entirely  SH degrees,  one 

recorded  by  the  vertical  strain,  not  illustrated  rthermore,  the  S  was 

the  presence  of  both  SH  and  SV  in  the  S  arrival  the  m  obs®rva*10ns  indicate 

component  of  SH  aid  SV  appearing  nearly  equal  ant?  d'  °f  the  horizontal 

polarized  transverse  wave  it  is^  apparT  ongU^i  "  * 

ment  of  SH  would  have  resulted  in  less  enhancement  of  SV  I  ,  i  snhance- 

would  have  teen  gained.  Furthermore,  seekw  adSitiL  tf  sh’w  ^  °re’ ,n°thing 

reduce  the  ability  to  suppress  the  seismic 

Therefore,  one  may  conclude  that  while  for  any  specific  S  arrival  Tw- 
of  strain  and  inertial  seismograph  outputs  mightVovide  enh^Lt  bySH 
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igure  1.  Maximum  values  of  coherence  squared  computed  between  the  recordings  of  an 

omnidirectional  strain  seismograph  s/stem  and  horizontal  inertial  seismographs. 
The  inertial  seismograph  outputs  have  been  coordinate  transformed  to  have 

maximum  sensitivity  to  Rayleigh  waves  from  one  of  18  equally  spaced  directions 
ranging  from  0°  to  170°  v 
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addition,  S  ddition,  seismic  noise  cancellation,  or  a  combination  of  the 
above,  there  is  no  one  combination  of  seismograph  outputs  that  can  be  used  in 
general  to  provide  enhancement  of  all  recorded  S  waves.  Furthermore,  the 
btrain-inertial  combination  that  will  provide  maximum  enhancement  cf  SV  is  the 
same  combination  that  is  used  for  seismic  noise  suppression.  This  combination 
is,  or  course,  the  one  that  was  used  in  this  study  and  from  which  no  signifi¬ 
cant  enhancement  was  observed  for  a  large  majority  of  the  S  waves  examined. 


4.3  WAVE  IDENTIFICATION 


4.3.1  Analysis  of  BOXCAR 

Recordings  of  BOXCAR,  which  was  a  large  NTS  explosion,  are  being  used  to 
investigate  the  usefulness  of  strain  and  inertial  seismographs  in  identifying 
seismic  waves  and  earthquake  phases.  Two  methods  of  investigation  have  been 
employed  as  of  this  time.  Horizontal  strain  and  inertial  recordings  have  been 
transformed  and  pseudo  transformed',  in  the  case  of  the  strains,  to  have 
azimuthal  responses  equal  to  those  of  radial  and  transverse  inertials  This 
isolates  apparent  SH  waves  from  apparent  longitudinal  waves  on  both  strain 
and  inertial  seismograms.  The  vertical  strain  and  inertial  recordings  after 
0-degree  phase  compensation,  have  been  summed  in  two  polarities.  This  pro- 

thpeotLmeanS.wf  dls^in?uishin«  Prograde  from  retrograde  motion  when  one  or 
the  other  is  the  predominant  type. 

Examination  of  the  Pn  coda  of  BOXCAR  has  revealed  several  short  intervals  of 
time  during  which  a  specific  wave  type  was  predominant.  The  presence  of  SH 
throughout  the  Pn  coda  is  suggested  by  the  transformed  and  pseudo  transformed 
transverse  instruments.  Deviations  from  a  great  circle  path  of  apparent  longi- 
tudmal  waves  may,  however,  be  responsible  to  a  large  extent  for  the  excursions 
observed  on  the  transverse  traces.  Further  analysis  is  necessary  before 
drawing  conclusions.  y 

For  illustrative  purposes  and  to  serve  as  a  guide  when  examining  other  earth¬ 
quakes  from  the  same  epicentral  region,  the  Pn  coda  of  BOXCAR  has  been  divided 
into  eleven  adjoining  intervals  over  which  the  digitized  outputs  of  the 
vertical  strain  and  inertial  seismographs  have  been  combined  so  as  to  provide 
rejection  of  non-longitudinal  motion,  where  identifiable.  This  is  illustrated 
in  figure  3,  trace  4,  E.  The  top  trace  of  figure  3,  SZ,  is  the  vertical  strain 
recording,  the  third  trace,  SPZ,  is  the  vertical  inertial  recording  of  Pn 
The  relative  gains  and  polarities  of  SZ  and  SPZ  are  those  required  to  cancel 
the  6-second  Rayleigh  waves  following  the  Lg  phase  of  BOXCAR.  Trace  2  SZ'  is 
again  the  vertical  strain  recording,  but  modified  for  each  of  the  eleven 
intervals.  The  E  trace  is  the  sum  of  SZ'  and  SPZ.  All  modifications  to  the 
vertical  strain  were  linear  operations  except  over  intervals  3  and  6  (see 
figure  3).  Intervals,  3  and  6,  were  modified  bv  a  cosine  taper  i  e 


SZ'  = 

l 


SZ. 


cos 


(£) 


where  n  is  the  number  of  samples  in  the  interval  and  the  index  number  of  the 

sample  within  the  interval  is  i  =  1,  n.  This  was  done  to  avoid  discontinuous 

jumps  on  the  E  trace.  Both  intervals  3  and  6  precede  an  interval  where  SZ' 
equals  zero. 
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Figure  3.  Seismogram  illustrating  the  predominance  of  retrograde 
and  prograde  motion  over  several  intervals  of  time 
during  the  Pn  coda  of  BOXCAR 


During  the  first  interval,  1,  where  SZ"  =  -SZ,  only  the  first  cycle  of  the 
initial  Pn  arrival  is  seen  to  be  essentially  pure  longitudinal  motion.  Pro¬ 
grade  motion  then  contaminates  the  P  and  becomes  dominant  four  cycles  from  the 
start  of  Pn.  This  motion  has  been  rejected  on  E.  Interval  2  appears  to  be  a 
combination  of  longitudinal  and  retrograde  motion.  The  apparent  longitudinal 
motion  is  close  to  twice  the  frequency  of  the  Pn.  Over  interval  2,  in  which 
SZ"  =  SZ,  the  retrograde  motion  has  been  rejected  on  Z  while  the  longitudinal 
added.  The  last  few  seconds  of  interval  2  and  all  of  3  through  6  appear  to 
be  composed  of  a  mixture  of  wave  types.  The  large  excursions  on  SZ  relative 
to  SPZ  over  interval  4  have  not  been  explained.  The  first  cycle  of  5  appears 
to  be  retrograde  motion,  however,  beyond  this  cycle  the  phase  relationship 
between  SZ  and  SPZ  starts  to  change.  By  the  end  of  interval  7  the  phase  re¬ 
lationship  between  SZ  and  SPZ  has  changed  nearly  ^JL.  As  stated  above,  over  3 
and  6,  SZ"  is  SZ  modified  by  a  cosine  taper;  over44  and  7,  SZ"  =  0.  Over 
5,  3Z"  is  equal  to  SZ.  The  semi-complex  period  covering  3-7  is  followed  by 
6  seconds  of  essentially  pure  retrograde  motion  then  about  8  seconds  of  nearly 

pure  prograde  motion,  intervals  8  and  9,  respectively.  Over  8,  SZ  is  .equal 
to  SZ;  over  9  SZ"  =  -3/4  SZ.  Over  both  intervals  a  high  degree  of  cancellation 
is  observed  on  Z.  The  intervals  10  and  11  appear  to  be  composed  of  a  mixture 
of  wave  types.  Only  during  the  last  several  seconds  of  11  was  rejection 
obtained  on  Z.  Over  10,  SZ"  =  1/2  SZ,  and  over  11,  SZ"  =  -1/2  SZ.  Following 
11  is  the  Pg  arrival  where  SZ"  has  been  temporarily  set  equal  to  -SZ  pending 
further  investigation. 

All  traces  of  figure  3  appear  somewhat  jagged.  This  is  caused  by  the  intro¬ 
duction  of  some  electronic  noise  in  the  process  of  90  degree  phase  compensation- 
and  digitizing,  however,  the  jaggedness  is  primarily  a  result  of  the  mechanics 
of  the  X-Y  plotter  that  was  used  to  play  out  the  digitized  data. 

Recordings  by  the  WMO  strain  and  inertial  seismographs  strongly  suggest  the 
Lg  phase  of  BOXCAR  to  be  composed  essentially  of  SH,  figure  4.  Both  transformed 
strain  and  inertial  radial  traces,  STT  and  SPT  respectively,  have  very  large 
trace  excursions  during  Lg  while  the  excursions  of  the  transformed  strain  and 
inertial  radial  traces,  STR  and  SPR,  respectively,  during  the  same  period,  are 
the  same  as  or  only  slightly  greater  than  those  excursions  occurring  in  the 
late  Pg  coda  immediately  preceding  the  Lg  arrival.  Also,  illustrated  in  figure 
4  are  the  recordings  of  the  vertical  strain,  SZ,  and  vertical  inertial  SPZ. 

While  only  the  Pn  coda  and  the  Lg  phase  of  BOXCAR  have  been  examined  as  of  this 
reporting  period  and  not  all  of  the  Pn  coda  is  totally  understood,  the  use  of 
strain  in  conjunction  with  inertial  seismographs  has  provided  information  re¬ 
garding  wave  composition  that  could  not  readily  be  obtained  from  inertial 
seismographs  alone. 

4.3.2  Future  Investigations 

Studies  of  the  strain  and  inertial  recordings  of  BOXCAR  will  be  continued. 

These  studies  will  include  an  examination  of  Pg,  the  Pg  coda,  and  Rayleigh. 

Tne  apparent  phase  velocity  of  the  Pn  coda  will  also  be  computed  as  a  function 
of  time.  Recordings  of  another  explosion  will  be  compared  to  those  of  BOXCAR 
with  emphasis  placed  on  determining  the  similarities  or  differences  in  the 
complexity  of  the  seismograms. 
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4.4  DISCRIMINATION  BETWEEN  EARTHQUAKES  AND  EXPLOSIONS 

The  WMO  seismograms  of  all  natural  occurring  earthquakes  from  within  a  200  km 
radius  of  NTS  and  recorded  since  January  1967,  have  been  reviewed  to  select  an 
earthquake  to  be  used  in  conjunction  with  BOXCAR  for  a  study  of  the  discrimi¬ 
nation  problem.  Only  one  event  was  found  that  was  recorded  with  a  marginal 
but  suitable  signal-to-noise  ratio.  Unfortunately,  the  vertical  inertial  was 
inoperative  during  the  time  the  event  was  recorded  at  WMO.  Therefore,  only 
limited  investigations  will  be  possible  until  a  more  suitable  event  is  recorded. 


5.  IMPROVEMENT  OF  INSTRUMENTS  (Task  2b) 


Manufacture  of  three  Model  30240  Electromagnetic  Calibrators  for  the  horizontal 
strain  seismomoters  was  completed  on  24  September.  Installation  was  completed 
on  the  north,  northeast,  and  northwest  strain  seismometers  in  the  period  from 
25  through  30  September. 

Calibration  constants  of  the  new  calibrators  were  measured  in  place  during  the 
first  week  of  October.  Calibrator  constants  measured  with  the  same  variable- 
capacitance  transducer  for  the  NW,  N,  NE,  and  E-oriented  seismometers  were 
8.4,  8.0,  8  0,  and  8.0  my/mA,  respectively. 


6.  TEST  NEW  SITE  (Task  2c) 


6.1  GARLAND  SITE 

Spectra  of  two  samples  of  seismic  noise  recorded  at  the  Garland  site  have  been 
computed  to  examine  the  degree  of  noise  suppression  attained  by  combining  the 
outputs  of  vertical  strain  and  vertical  inertial  seismographs. 

The  first  noise  sample  was  recorded  during  a  period  of  normal  microseismic 
activity,  whereas  the  second  sample  contains  train  noise. 

Ratios  of  the  amplitude  spectra  of  the  combined  outputs  to  that  of  the  vertical 
inertial  alone  are  illustrated  for  both  noise  samples  in  figure  5.  Ratios  le is 
thaa  unity  indicate  noise  suppression,  ratios  greater  than  unity  indicate 
addition  of  the  noise.  (These  ratios  may  be  compared  with  those  computed  for 
the  WMO  vertical  strain-inertial  combination,  figure  2,  page  5  of  TR  68-37). 
From  the  ratios,  noise  suppression  of  at  least  6  dB  is  seen  fiom  1.0  to  2.0  Hz 
for  the  first  sample  and  from  1.0  to  2.8  Hz  for  the  sample  with  strain  noise. 
Suppression  to  a  lesser  extent  is  observed  out  to  3  Hz  and  3.4  Hz  for  the  first 
and  second  samples,  respectively. 

Above  each  plot  of  ratios  in  figure  5,  and  corresponding  to  the  same  noise 
samples  are  plots  of  the  coherence  squared  computed  between  the  vertical  strain 
and  vertical  inertial  recordings.  High  correlation  is  observed  between  co¬ 
herence  and  noise  suppression.  However,  high  correlation  cannot  always  be 
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(NOt SC  SAMPLE  21 


expected,  since  the  differences  in  response  of  strain  and  inertial 
changes  with  wave  type. 


seismographs 


Power  spectra  of  the  two  noise  samples  show  the  predominant  micros -isms  to  be 
m  C*14  W  0-4  Hz  and  1.0  to  5.0  Hz.  Power  spectra  of  the  vertical 

inertial  and  vertical  strain-inertial  combination  of  the  sample  containing 
train  noise  are  illustrated  in  figure  6.  From  the  power  spectra  of  figure  6 
and  ratios  of  figure  5  one  sees  that  the  vertical  strain-inertial  combination 
tailed  to  suppress  microseisms  over  the  spectral  high  0.14  to  0.4  Hz  These 
results  are,  however,  in  agreement  with  those  obtained  for  WMO  microseisms. 

Of  much  more  importance  is  the  s  gnificant  suppression  of  microseisms  in  the 
range  1.0  to  2.0  Hz.  This  is  particularly  important  since  the  microseismic 
level  in  the  range  1.0  to  2.0  Hz  is  high  at  Garland,  yet  it  is  in  this  range 
that  most  regional  and  teieseismic  P  waves  are  expected. 


6.2  HOULTON,  MAINE 


Following  a  successful  demonstration  of  P-wave  enhancement  at  Garland  Texas 
it  was  recommended  that  tests  with  the  vertical  strain-vertical  inertial 
combination  be  conducted  at  a  location  where  the  noise  field  is  more  tyoical 
of  sites  that  are  of  marginal  value  for  detecting  low-level  seismic  events  by 
conventional  techniques.  An  Engineering  Change  Proposal,  P-13So,  dated 
16  September  1968,  contains  recommendations  and  justification  for  amending 
Contract  F33657-63-C-0948  to  allow  the  strain  operation  to  be  moved  from  the 
present  site  at  Garland,  Texas,  to  the  LR5M  site  at  Houlton,  Maine. 

Planning  was  completed  and  work  started  on  11  November  1968,  as  authorized 
by  Contract  Amendment  P002  with  an  effective  date  of  8  November.  Casing  for 
the  boreholes  was  ordered  on  11  November.  The  estimated  delivery  date  of  the 
casing  is  the  week  of  16  December.  A  leasing  agreement  with  the  landowner  was 
negotiated  on  17  November.  A  drilling  contract  for  two  boreholes  at  Houlton 
was  negotiated  on  20  November.  The  drilling  contractor,  Stanley  E.  Hillock  of 
Portland,  Maine,  will  commence  drilling  on  10  January  1969. 


rrangements  were  made  for  LRSM  assistance  in  modifying,  assembling,  and  checkins 
aut  the  complete  system  in  Garland.  Most  of  this  work  is  now  complete. 
Arrangements  have  also  been  made  for  assistance  by  the  Houlton  LRSM  team  in 
assembling  and  operating  the  system  at  Houlton.  The  system  will  be  operated 
for  a  period  of  about  3  months.  Magnetic-tape  records,  Develocorder  records 
and  logs  will  be  mailed  routinely  to  the  LRSM  group  in  Garland.  It  is  re¬ 
quired  that  all  tape  records,  except  those  containing  data  of  special  interest 
to  the  client,  be  available  in  the  LRSM  library  at  Garland  for  at  least  30  days 
e  ore  being  shipped  elsewhere.  Sufficient  data  will  be  processed  to  demonstrate 
the  degree  of  noise  suppression  and  P  enhancement,  and  to  determine  the  character 
of  the  noise  at  Houlton  in  terms  of  its  effect  on  noise  suppression. 
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STATEMENT  OF  WORK  TO  BE  DONE 
(AFTAC  PROJECT  AUTHORIZATION  NO.  VELA  T/8704/S/ASD) 
_ _ as  amended  by  P002 


Tasks : 


1.  Operation: 

a.  Routinely  operate  and  maintain  the  short-period  multicomponent  strain 
seismograph  system,  and  the  companion  pendulum  seismographs,  at  the  Wichita 
Mountains  Seismological  Observatory  (WMSO) . 

b.  Record  seismic  data  on  film  and  magnetic  tapes.  Establish  a  library 
of  seismic  data,  including  records  of  background  noise  and  signals  and  appro¬ 
priate  identifying  logs,  suitable  for  use  in  this  and  other  project^ 

Evaluate  the  seismic  data  collected  to  determine  optimum  operating 
haracteriotics  and  adjust  the  instrumentation  accordingly.  Establish  pro¬ 
cedures  and  maintain  quality  control  to  assure  collection  of  high-quality  data. 

2.  Analysis  and  Investigations: 

a.  Analyze  data  from  the  strain-  and  pendulum- seismograph  systems  to 
“rate  !U“her.?e  aPPlica«on  of  strain  seismograph  fysLms^o  seismic 
identification  problems.  This  analysis  should  include,  but  not 
necessarily  be  limited  to,  the  following: 

f_T .  clm,  l\  Investigate  the  use  of  multiple-strain/pendulum-input  processes 

for  suppressing  compi  x  noise  fields.  F  F 

systems  -he  usefulness  of  strain-  and  strain/pendulum-seismograph 

systems  for  identifying  various  types  of  seismic  waves. 

.  3‘  Study. the  usefulness  of  strain-  and  strain/pendulum-seismograph 
systems  m  distinguishing  between  seismic  signals  from  earthquakes  and 
explosions.  n 

b.  Investigate  the  characteristics  and  limitations  of  existing  instrumen¬ 
tation  and  determine  possible  improvements.  Recommend  and  make  modifications 
as  approved  by  the  Project  Officer. 

c.  Install  and  operate  vertical  strain  seismograph  with  a  companion 

thede^n?eirpgraph  “  Texas>  and  at  Houlton.  Maine,  to  demonstrate 

the  extent  of  P-wave  signal  enhancement  possible  with  the  strain-pendulum 

combination  operated  at  these  sites.  Determine  the  character  of  the  noise 

field  at  each  site  in  terms  of  its  affect  on  the  noise  suppression  problem. 
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